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Methodological Issue Being Addressed To establish the analytical validity of a walk detection
and gait algorithm when applied to accelerometry data collected from in-pocket and waist-worn
devices.

Introduction A previous study (Ellis et al., 2022) established the analytical validity and operational
tolerance of the walk detection and gait algorithm developed by the authors when applied to
accelerometry data collected by wrist-worn and hand-held devices, demonstrating that the
algorithm is analytically valid for walk periods of duration 10 seconds and longer. While wrist-worn
devices are typical for studies into Parkinson's disease, in other diseases (e.g. Multiple Sclerosis)
waist-worn devices are more common. The aim of this study is to establish analytical validity of the
algorithm when applied to data from waist-worn and in-pocket devices.

Methods 10 healthy subjects performed a series of walking tests while wearing 6 ActiGraph GT9X
Link devices concurrently, one for each of the 6 wear positions: dominant wrist (as per previous
study); clipped to waistband; cloth pouch attached to waistband; cloth pouch pinned to inside of
clothing; tight pocket; and loose pocket.

The tests comprised:

alternately walking for 5 seconds, then stopping for 5 seconds (WD5S);
alternately walking/stopping for 10 seconds (WD10S);

alternately walking/stopping for 20 seconds (WD20S);

20-second walk test (20SW);

timed 25-foot walk test (T25FW).

Each subject completed two visits, each time performing each test twice while wearing 6 GT9X
devices, one in each wear position. Trained raters recorded the start and end times of each walking
period, distance walked and the number of steps as the "gold standard". Speed, walk duration, and
stride period were derived from the rater-recorded measures.

For start/end times and walk duration the Mean Absolute Error (MAE) between algorithm and rater
measures was calculated. For steps, speed, and stride period, the Intraclass Correlation Coefficient
(ICC) for agreement between algorithm and rater measures was determined and classified as
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excellent (ICC>0.9), good (0.9>ICC>0.75), moderate (0.75>ICC>0.5), or poor (ICC<0.5). Excellent
and good ICCs were deemed analytically valid.

Results In total 260 tests were completed, comprising 743 walk periods (tests involving
walking/stopping resulted in multiple walk periods per test).

The algorithm detected 76% of walk periods, with the vast majority (98%) of missing walk periods
corresponding to walks of 5-second duration (WD5S). Of the 10-second and 20-second walk periods
(WD10S and WD20S), 99.3% were detected.

For the new (non-wrist) wear positions for WD10S and WD20S, MAEs for start/end times and
duration range from 0.424 to 0.990 seconds. These results are better than those found for
wrist-worn positions, which range from 0.494 to 1.158 seconds.

For the 20-second walk test (20SW), ICC values for steps, stride period and speed are generally
good or excellent (ICCs in range 0.757 to 0.912) for all the new wear positions except loose pocket.

For the timed 25-foot walk test (T25FW), ICC values for steps and stride period are generally
moderate or poor (ICCs from 0.0 to 0.676). This test typically takes 6 or 7 seconds so this is
consistent with the algorithm not being valid for walk durations of less than 10 seconds. ICC values
for speed for T25FW are good (ICCs from 0.781 to 0.797), except for the loose pocket wear position.

Conclusion For the new wear positions for walk periods of duration 10 seconds or longer, the
algorithm reliably detects walk periods with start and end times accurate to better than 1 second
and is analytically valid (ICC values good or excellent) for number of steps, speed and stride period
for all wear positions other than loose pocket.

We conclude that the algorithm is analytically valid for waist-worn and tight-pocket positions for
walk durations of at least 10 seconds.
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